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Purpose/Objective: Incorporation of image-guidance using 
cone-beam CT (CBCT) and infrared (IR) tracking to the 
Gamma Knife® unit allows for monitoring of intra-fractional 
and inter-fractional movement during radiosurgery and 
introduces the ability to immobilize non-invasively with a 
thermoplastic mask. The purpose of this study was to 
clinically evaluate the accuracy and stability of this non-
invasive immobilization system using CBCT and IR image-
guidance first in patients receiving standard fractionated 
radiotherapy (RT) prior to application in patients treated 
with longer treatment times on the Gamma Knife Perfexion. 
The sensitivity of IR tracking to detect motion was also 
compared against CBCT. 
Materials and Methods: Adult patients with brain tumors who 
were planned for fractionated RT were eligible for this 
research ethics board approved prospective study. Patients 
were immobilized in a thermoplastic mask with a nose 
opening and custom fit head rest. Patients had CBCT1 pre-
treatment and verification CBCT2, only if any translational 
correction was made for interfraction set-up variation. 
Following treatment, they had CBCT3 to calculated intra-
fraction motion. During each treatment, the patient's head 
and target movement was estimated continuously using a 
reflective marker on the nose tip and IR camera fixated to 
the patient´s couch along with a rigid reference coordinate 
system on the couch near the patient's head. Using pre- and 
post-treatment CBCT data, intrafraction translational and 
rotational movements of the target were measured. 
Intrafraction movements were then compared between CBCT 
and optical tracking methods.  
Results: A total of 75 CBCT and IR image data sets were 
analyzed from 6 patients treated with a mean of 23 fractions 
of RT (range: 5-30 fractions). The mean treatment time per 
fraction was 9.36 minutes (range: 5.45-15.05 minutes). The 
inter-fraction motion detected on cone-beam CT ranged 
between 0.11 to 2.37 mm, for which translational correction 
was applied prior to treatment. The overall mean 
intrafraction motion of the target was 0.34 mm while the 
motion of the nose tip based on CBCT data was 0.47 mm 
compared with 0.65 mm using optical tracking. When 
evaluating each patient individually, the mean motion 
detected for the target was equal to or smaller than the 
mean motion detected for the nose tip using either CBCT or 
IR tracking. 
Conclusions: This initial clinical evaluation of the 
immobilization accuracy of a thermoplastic mask system 
intended for use on Gamma Knife Perfexion using optical 
tracking and CBCT demonstrated mean inter- and intra-
fraction movements of less than 1 mm. Good correlation was 
observed between the intrafraction motion measured using 
CBCT and IR tracking. Target motion (measured on CBCT) was 
generally smaller than patient (nose/head) motion detected 
by CBCT and optical tracking, suggesting that use of 
head/nose motion for image-guidance and intrafraction 
motion management will ensure accurate targeting on 
Gamma Knife Perfexion.  
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Purpose/Objective: Thoracic and abdominal radiotherapy 
needs to include breathing controls. Among various 
possibilities, the breath hold provides a simple process. 
Planning, delivery and all imaging protocols are easily 
managed once the internal anatomy remains immobile. 
However, to obtain the benefit of a modulated irradiation 
with the VMAT option, we need to secure potential breath 
hold interruptions during the irradiation. 
Materials and Methods: The SDXTM /Dyn’R Breath Hold 
spirometric system used daily for some patient treatments is 
connected to the Varian accelerator with an Automatic 
Gating ModuleTM (AGM). A phantom plan, two QA plans and 
two patient plans were used to voluntary test interruptions 
during the irradiations. To evaluate the potential impact of 
breath hold interruptions, we used the Delta4TM /Scandidos 
system and Log files records. The % of gamma index passing 
the criteria (3% - 3mm) were collected. The Log Files were 
analyzed with the FractionCheckTM /Mobius Medical System 
module. We collected the 95th percentile and the maximum 
leaf Root Mean Square (RMS) error. 
We compared measurements and records with and without 
interruptions during the irradiation. 
The QA plans are provided by Varian Inc to test gantry 
rotation, MLC leaves and Dose-rate variations. The Phantom 
and patients plans were based on four successive arcs which 
favor the correlation between the patient breath hold ability 
and the arc irradiation duration. During each arc, two breath 
hold interruptions were obtained with the use of the QA 
syringe placed in the control room.  
Results: The dosimetric plans selected cover the domain of 
modulation used for the patient treatments. Table 1 presents 
the % of gamma index passing the criteria, for all the plans, 
with and without interruptions. The maximum difference of % 
gamma index, with and without interruption , was only 
0,71%. This result indicates that there is no significant 
differences which could alert on a dosimetric effect of breath 
hold interruptions. The Log Files analyze do not contain any 
dose comparison but gives a vision of the delivery process. 
The mean and maximum 95th percentile difference, with and 
without interruptions, were 0,04mm and 0,29 mm 
respectively. The mean and maximum leaf RMS difference 
with and without interruptions were -0,02 mm and 0,29 mm. 
The log files stored data are consistent with the Delta4 
dosimetric analyze.  
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Conclusions: The combination of a VMAT irradiation and the 
breath hold method provides for an optimal process. Even if 
planned with multiple successive arcs, a breath hold 
interruption has to be anticipated. 
The connectivity between the SDXTM system and the 
accelerator, obtained by the use of the AGMTM, were 
validated jointly by both companies. However, we needed to 
analyze and secure the process through a dosimetric 
evaluation of potential irradiation interruptions.  
The results show that no discrepancies could compromise the 
irradiation quality of such treatments. 
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Purpose/Objective: A significant increase in beam dose-rate 
(and thus a decrease in treatment delivery time) has made 
flattening filter free (FFF) beam delivery the preferred 
choice for stereotactic radiosurgery (SRS) and stereotactic 
ablative radiation therapy (SABR) [1]. Accuracy in small field 
dosimetry is required to ensure treatment is delivered 
effectively and safely [2]. The purpose of this study was to 
assess the effects of the flattening filter on small-field 
output factors for both Elekta and Varian linear accelerators 
and to identify differences in detector response in flattened 
(FF) and FFF beams. 
Materials and Methods: Relative output factors for 6MV 
photon beams were measured on an Elekta Axesse (Elekta, 
Crawley, UK) and a Varian iX (Varian, Palo Alto, CA) linear 
accelerator using FF and FFF modalities for nominal field 
widths of 5 – 100 mm. Detectors included a scintillation 
dosimeter (SD), Gafchromic EBT3 film, a PTW 60019 
microDiamond detector, two unshielded diodes (IBA SFD, 
PTW 60018) and three ionisation chambers (IBA cc01, IBA 
cc04, PTW PinPoint TN31034). Detector dose response ratios 
(ratio of detector response relative to the water-equivalent 
SD) and subsequent small field correction factors were 
derived for each detector in fields less than 30 mm and 
compared to the literature [3]. The effect of the flattening 
filter on detector response was assessed as a function of field 
size for all detectors measured. The detector response ratio 
measured using the SFD on both linacs was compared with a 
mathematical expression derived by Liu et al [4]. 
Results: Detector response ratios and subsequent correction 
factors were calculated and compared to the literature for 
detectors of the same type [1]. Detector response 
comparisons between flattened and unflattened beams 
yielded results within ± 1.2 % for all field sizes measured. 
Fields larger than 30 mm the detector response for the FFF 
beam was higher than the FF beam by up to 1.1%, in fields 
smaller than 30 mm, detector response was within ± 1.2%, 
but found to vary with detector and linac type.  
 
Figure 1: Ratio of detector response in a FFF field to the 
response in a FF field for a given nominal field width, 
referenced to the 30 mm field width. 
 
Conclusions: In a 6 MV beam, small-field detector correction 
factors were found to be interchangeable for FF and FFF 
beams down to 5 mm width, with an additional uncertainty of 
up to ± 1.2%. The mathematical relation of Liu et al (2014) 
was found to predict the response of the SFD to within ± 0.8 
% for fields up to 30 mm, independent of linac type and beam 
type (FFF / FF).  
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Purpose/Objective: Air kerma standards for low energy x-ray 
devices used in electronic brachytherapy or intraoperative 
radiotherapy critically depend on accurate knowledge of the 
primary spectrum of the source. In this work, the creation of 
